
Wear scars on patellae following experimental wear simulation under conditions of mal-alignment 

Group 1 implants: New patellae, removed from packaging 4 years 
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Group 2 implants: Previously tested for 9 million cycles under well positioned conditions, removed 

from packaging 4 years:  
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Group 3 implants: Aged for 8-10 years by removing from barrier packaging 
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